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Abstract: Vitamin E (VE) has been added to ultrahigh-molec- 
ular-weight polyethylene (UHMWPE) acetabular cups and tib- 
ial trays primarily to reduce oxidative damage to the 
polymer. The aim of this study was to investigate the relative 
wear rates of UHMWPE-containing VE compared with virgin 
UHMWPE. The ability of VE to reduce the amount of inflam- 
matory cytokines produced from stimulated peripheral blood 
mononuclear cells (PBMNCs) was also investigated. Stimula- 
tion was achieved by exposure of PBMNCs to either lipoply- 
saccharide (LPS) or VE-containing UHMWPE (VE-UHMWPE). 
In the present study, results showed that the wear rates of 
UHMWPE with or without VE were not significantly different. 
Particles generated by UHMWPE with and without VE were 
not significantly different in size distribution. The production 



of osteolytic mediators, tumor necrosis factor-alpha, interleu- 
kin ip (IL-p), IL-6, and IL-8 were significantly reduced in 
(PBMNCs) stimulated with either LPS + VE compared with 
LPS or VE-UHMWPE particles compared to virgin UHMWPE 
particles. This trend was also observed when VE was added 
as a liquid to UHMWPE wear particle-stimulated PBMNCs. 
The exact mechanism of how VE affects the release of inflam- 
matory mediators from particle-stimulated macrophages is 
not yet understood. It is likely to involve the anti-inflamma- 
tory and/or antioxidant effects of VE. © 2013 Wiley Periodicals, 
Inc. J Biomed Mater Res Part B: Appl Biomater 101 B: 458-466, 2013. 
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INTRODUCTION 

Total hip replacement (THR) is a successful surgical interven- 
tion, eliminating pain, increasing mobility, and restoring qual- 
ity of life. Hip replacement is the most common joint replace- 
ment procedure comprising almost 80% of total joint 
surgeries. 1 There are several bearing material choices avail- 
able [metal-on-polyethylene (MPE], metal-on-metal, metal-on- 
ceramic, and ceramic-on-ceramic]. Prostheses comprising an 
acetabular component of highly cross-linked ultrahigh-molecu- 
lar-weight polyethylene (UHMWPE) are the most frequently 
used worldwide. While THR is a broadly successful procedure, 
over a period of 10-15 years, a significant proportion (10- 
20%) will fail particularly in younger patients (<65 years 
old), who will often outlive the working life of the implant. 
This is generally due to patient specific factors, for example, 
age at implantation, activity level, 2,3 surgical technique, fixa- 



tion of the implant to the bone, osteolysis, and long-term 
bone remodelling, with 75% of failures being attributable to 
aseptic loosening due to osteolysis. With conventional MPE, it 
is believed that the major cause of osteolysis and subsequent 
aseptic loosening is due to the biological response to 
UHMWPE wear debris generated at the articulating interface, 
mainly by the interaction of macrophages with these par- 
ticles. 1 Highly cross-linked UHMWPE offers significant advan- 
tages over conventional UHMWPE in terms of reduced osteo- 
lytic potential. 4 However, failure does still occur in highly 
cross-linked UHMWPE, in particular there is an increase in 
rim fracture due to a decrease in fatigue resistance. 5,6 

The size range of UHMWPE wear particles can vary 
from nanometers up to several millimeters. 7 It is now clear 
that particles in the size range of 0.1-1 um are the most 
biologically reactive. 8,9 In addition to the size, the volume of 
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wear debris plays an important role in the biological reac- 
tivity of the particles. 8,9 

The biological response to UHMWPE wear debris is de- 
pendent on the volume of particles within a critical size range. 8 
It has been found that only particle volume to cell number 
ratios of CE10 um 3 /cell is capable of eliciting a significant bio- 
logical response to UHMWPE particles, in terms of osteolytic 
cytokine release. 9 Analysis of periprosthetic tissues retrieved 
from revision surgeries has demonstrated the presence of bio- 
chemical mediators of inflammation that are associated with 
macrophage activation. Cytokines that have been detected in 
the periprosthetic tissues include TNF-ot (tumor necrosis fac- 
tor-alpha], IL-ip (interleukin IP), IL-6, IL-8, IL-11, macrophage 
colony stimulating factor CSF, granulocyte-macrophage CSF, 
transforming growth factor-cx and -p, and prostaglandin E 2 . 
TNF-a is the most abundantly produced cytokine and has 
become a widely accepted marker for inflammation. 10 

The process by which UHMWPE implants are manufac- 
tured also contributes to prosthesis failure, mainly due to 
oxidation-related problems with the polymer and the gener- 
ation of free radicals and other free oxygen species. Oxida- 
tion of the polymer may arise due to the processes of com- 
pression molding, postirradation treatment, storage and 
sterilization, (y-irradiation in air or inert atmosphere). 

Vitamin E (VE; oc-tocopherol] was first introduced into 
conventional UHMWPE and highly cross-linked UHMWPE in 
an attempt to decrease surface delamination caused by 
oxidative fatigue. VE is a free radical scavenger and well 
established biological antioxidant. It is a naturally occurring 
compound that functions to maintain the long-chain polyun- 
saturated fatty acid in the cell membrane. 11 By incorporat- 
ing a lipophilic and biocompatible antioxidant into 
UHMWPE, it was thought that the adverse effects of oxida- 
tion-induced free radicals on the mechanical integrity of this 
type of bearing material would be decreased. VE was added 
at 3000 ppm to conventional and cross-linked UHMWPE 
and it was reported that VE prevented oxidation and 
delamination and had a favorable long-term effect on fatigue 
performance of the UHMWPE, increasing the resistance to 
fatigue cracks that are associated with oxidation, 12 without 
negatively altering the biocompatibility of the implant. 13 
The effect of VE on wear debris size and morphology has 
been recently investigated in the knee. 14 UHMWPE was for- 
mulated with 3000 ppm VE by direct compression molding 
and tested in a multidirectional knee simulator. The results 
demonstrated differences between virgin and 3000 ppm VE 
UHMWPE in terms of wear volume, in favor of the VE-con- 
taining formulation. The wear volume was reduced by 45% 
and there was also a reduction in the proportion of wear 
particles in the submicrometer size range for VE UHMWPE, 
which are the most biologically active in terms of cytokine 
release. 14 VE-blended UHMWPE has been marketed for 
knee joint inserts as BLEND-E in Japan since February 
2010. Blend-E inserts have been used in about 2000 
patients and have been in situ for 2.5 years. Only one joint 
has had to be retrieved due to infection. Blend-E was manu- 
factured via direct compression molding following the 
blending of UHMWPE resin powder (GUR1050, Ticona) with 



VE (DL-a-tocopherol; Eisai Co., Japan) at 0.3 wt %. Blend-E is 
sterilized with ethylene oxide gas. Studies confirmed that 
VE exists uniformly by measuring Tocopherol index by Fou- 
rier transform infrared spectroscopy (FT-IR; in-house data 
from Japan). Previous studies on highly cross-linked VE-con- 
taining UHMWPE (VE-UHMWPE) in the hip have shown a 
decrease in wear; however, it is not clear if this is due to 
the VE or the cross-linking itself. 15 

VE is well characterised and well used as an antioxidant 
in many nonorthopeadic disease states and recently, the 
anti-inflammatory effects of VE have been investigated in 
conditions such as atherosclerosis. 16 As in THR-associated 
osteolysis, TNF-ot has pleiotropic biological actions in ather- 
osclerosis. The anti-inflammatory effects of VE were 
achieved in vivo using a high dose of oral VE (1200 IU/ 
day). 17 Volunteers were supplemented with 1200 IU/day of 
VE for 8 weeks, after which their monocytes activated with 
lipoplysaccharide (LPS), produced lower quantities of TNF-ot 
compared to control monocytes from individuals not supple- 
mented with VE. 

The aim of the study was to investigate the effects of VE 
on the wear rates and particle size distribution of noncross- 
linked VE-containing GUR1050 UHMWPE compared to 
virgin GUR1050. In addition, the anti-inflammatory effects 
of different concentrations of VE (see Table I) on LPS and 
UHMWPE-stimulated PBMNCs were studied. 

MATERIALS AND METHODS 

Table I gives an outline of the different materials used in 
the present study and the tests performed on the various 
materials. 

Biologically relevant wear particles were generated in a 
multidirectional single-station wear rig in order to produce 
large volumes of sterile wear particles that could be added 
aseptically to cells in culture. These particles have been 
shown to be comparable to "real" wear particles produced 
in the six-station wear simulator and those generated in 
vivo. 7,18 The particles were shown to be sterile and endo- 
toxin free. The particles were cultured with peripheral 
blood mononuclear cells (PBMNCs) with appropriate 
positive and negative controls and with and without the 
addition of VE. Biological activity of the particles was deter- 
mined by relative cytokine release (compared to controls). 
All experiments were carried out using PBMNCs from three 
healthy donors and were repeated three times with cells for 
each donor. 

UHMWPE pin production 

Experimental materials. UHMWPE pins were consolidated 
using a process previously reported by Teramura et al. 14 

Clinical material. GUR1050 UHMWPE-containing VE at 1000 
ppm was a gift from Meditech Medical Polymers. The 
UHMWPE pins were machined from a single block of material. 

All materials were nonirradiated. All pins were 
machined to form a truncated cone with a flat surface of 8 
mm diameter, which formed the contact face. The pins were 
soaked in deionised water (standard operating procedure, 
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IMBE) for a minimum of 2 weeks prior to testing in order 
to stabilise their water content (necessary with nonirradi- 
ated UHMWPE). 19 

Wear test evaluation 

A multidirectional six-station pin-on-plate wear simulator 
was used to determine the wear rates of UHMWPE with 
and without VE. Protocol was a modified version of Galvin 
et al. 20 The wear rate was evaluated using a six-station 
wear simulator against smooth CoCr plates (7? a 0.01-0,03 
um). The pin was loaded under a constant force of 160 N 
(nominal contact pressure of 3.2 MPa) and the plate was 
moved in a reciprocating motion underneath the pin. Four 
pins of each UHMWPE were tested. The lubricant was 25% 
(v/v) bovine serum, diluted using 0.1% (w/v) sodium az- 
ide. The pins were weighed prior to the start of the test 
and at the end of each week of testing. The mass loss was 
converted to volume loss and the wear factor (k) was cal- 
culated according to Ref. 21. 

Endotoxin-free aseptic UHMWPE wear debris was gen- 
erated using a multidirectional single-station wear simula- 
tor, according to an established protocol. 22 Particles for cell 
culture studies were generated from GUR1050 UHMWPE 
(virgin), GUR1050 UHMWPE-containing 1000 ppm VE, 
GUR1050 UHMWPE-containing 3000 ppm VE, and 
GUR1050 UHMWPE-containing 30,000 ppm VE. All materi- 
als were nonirradiated. 

Isolation and analysis of UHMWPE wear debris from 
six-station pin on plate wear tests 

Wear test lubricants were collected at the end of each 
week of the wear tests and stored at — 20°C. The 25% 
(v/v) bovine serum lubricant was subsequently digested as 
described previously Richards et al. 7 

Isolation and analysis of UHMWPE wear debris from 
the single-station wear rig 

Wear particles were also isolated from the 25% (v/v) foe- 
tal bovine serum lubricants from the aseptic wear tests 
using the same method described above Richards et al. 7 
Over 600 particles were analyzed for each sample from 
randomly selected areas of the filters. In the single-station 
wear rig, the wear particles were also isolated from the 
25% (v/v) feotal bovine serum lubricants from the aseptic 
wear tests using the same method described above and 
frequency and area distributions were obtained for each 
UHMWPE material. This allowed the authors to be confi- 
dent that the particles generated under aseptic conditions 
for the cell culture studies were of a similar size and shape 
to those generated in the wear studies. 

Microbiological assessments of aseptic wear test 
lubricants 

Samples of lubricant were taken from all aseptic wear tests 
at the start and end of each test, and plated onto nutrient 
agar (NA), heated blood agar (HBA), and Saboraud's dex- 
trose agar (SAB; Unipath, UK). The NA and HBA plates 
were incubated at 37°C, and the SAB plates at 30°C, for up 
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to 48 h with inspection every 24 h in the presence of micro- 
bial contamination. Only particles in lubricants that had no 
microbiological contamination was used for the cell culture 
studies. 

Measurement of endotoxin concentration in aseptic 
wear test lubricants (LAL kinetic-QCL, endotoxin assay) 

The limulus amebocyte lysate (LAL) endotoxin assay 
(Lonza) was used to determine the presence of endotoxin in 
all particle lubricants prior to cell culture studies. Samples 
were diluted 1:200 using endotoxin free water (Cambrex), 
and the assay was carried out according to manufacturer's 
guidelines. 

VE stock solution (added as liquid for cell studies) 

VE was provided as DL-ot-tocopherol acetate at a concentra- 
tion of 500 mg/mL (Merck, Germany). A 20-mM stock solu- 
tion of VE was prepared in Roswell Park Memorial Institute 
medium (RPMI) 1640 cell culture medium and serial dilu- 
tions were made to achieve working a concentration of 
(800 uM). 

Culture of primary human PBMNCs with UHMWPE wear 
particles (experimental and clinical materials) 

Ethical approval for use of human volunteers was granted 
by University of Leeds, Faculty of Biological Sciences ethics 
committee. PBMNCs were isolated from whole heparinised 
blood from healthy volunteers using lymphoprep™ gra- 
dients (Axis-Shield, Norway). Mononulear cells were seeded 
into 24-well tissue culture plates at a seeding density of 2 
x 1035 cells/well in RPMI 1640 medium supplemented 
with 10% (v/v) foetal bovine serum and antibiotics (penicil- 
lin and streptomycin 100 ug/mL). In the case of UHMWPE 
(with or without VE), the particles were placed in 1.5% (w/ 
v) low melting temperature agarose prior to cell seeding, 
since the particles float in solution. UHMWPE particles were 
dosed at either 10 un03 particles/cell or 100 un03 par- 
ticles/cell. 23 Where VE was added separately in solution, a 
dose of 800 \iM was used immediately after cell seeding 
(unpublished in-house data where dose is nontoxic but does 
produce anti-inflammatory effects). Cell viability (ATPlite™, 
Perkin Elmer) and cytokine production (TNF-a, IL-1(3, IL-6, 
and IL-8), determined using Enzyme-linked immunosorbent 
assay (ELISA; R&D Systems) were measured at 12 and 24 h 
or just at 24 h postcell seeding. In all experiments, a cells 
only negative control and LPS (200 ng/mL) positive control 
were used. 

LPS stimulation of PBMNCs followed by addition 
of VE as a liquid 

PBMNCs were stimulated with lipopolysaccharide (LPS) at a 
concentration of 200 ng/mL. VE was then added at a dose 
of 800 \iM to see if VE has an effect on the amount of TNF- 
ot produced by the LPS-stimulated PBMNCs. Treatments 
were as follows: LPS added at time 0 followed by addition 
of VE at +3 h, LPS and VE both added at time 0, or VE 
added at time 0 followed by addition of LPS at +3 h. Cell vi- 
ability assays (ATP-Lite™) and ELISA for TNF-a were per- 



formed as described above after 24 h incubation at 37°C in 
an atmosphere of 5% (v/v) C0 2 in air. 

Statistical analysis 

The results were expressed as the mean value ± 95% confi- 
dence limits (n = 4). Since percentage data does not exhibit 
a normal distribution, it was necessary to arcsine transform 
and then back transform the data for illustrative purposes. 
All results were compared by two-way analysis of variance 
(ANOVA) followed by a Bonferroni post-test to allow for 
multiple comparisons. Statistical significance was considered 
at p < 0.05. 

RESULTS 

Wear test evaluation and analysis 

Wear test evaluations of the experimental materials-contain- 
ing VE compared to virgin UHMWPE (without VE) were 
carried out using a six-station simple configuration multidir- 
ectional wear simulator. There were no significant 
differences between the wear rates of the three UHMWPE 
materials when tested using the six-station pin-on-plate 
wear simulator against a smooth counterface [Figure 1(a)]. 
The UHMWPE-containing 30,000 ppm VE had a slightly 
higher, but not significant wear rate compared to the virgin 
UHMWPE and the UHMWPE-containing 3000 ppm VE. Wear 
rate data cannot be included from the single-station simula- 
tor as it cannot be tested statistically since n = 1, although 
in this particular test a reduction in wear rate was observed 
for the UHMWPE-containing 3000 ppm VE. The single- 
station simulator simply allows for the production large 
volumes of sterile wear debris. The wear particles were iso- 
lated from the wear test lubricants from the three materials 
by alkaline digestion and displayed a range of similar mor- 
phologies including fibrils, flakes and granules [Figure 1(b)]. 
The majority of the particles were submicrometer sized 
granules. 

Wear debris analysis from the six-station pin-on-plate 
wear simulator showed that the wear particles generated by 
all three materials had similar frequency distributions, with 
the mode of the distributions falling in the 0.1-1.0 um size 
range for all three materials [Figure 2(a)]. Wear rate data 
cannot be included from the single-station simulator as it 
cannot be tested statistically since n = 1. There were no sig- 
nificant differences between the particle frequency distribu- 
tions generated by the virgin UHMWPE and the UHMWPEs 
that contained VE. The volumetric concentration distribu- 
tions of the wear particles were more variable, with the 
mode of the distributions falling in either the 1-10 um size 
range (30,000 ppm VE) or the >10 urn size range (virgin 
UHMWPE and 3000 ppm VE [Figure 2(b)]. There were no 
significant differences in the particle volume distributions 
between the three materials. The volume distributions dem- 
onstrated that a small number of particles in the >10 urn 
size range accounted for a large proportion of the total 
wear volume [Figure 2(a,b)]. Wear particles were also iso- 
lated from the single-station wear test lubricants (rough 
counterfaces) from the three materials. The wear particles 
demonstrated similar size and volume distributions to those 
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FIGURE 1. Wear and wear particle analysis of UHMWPE with and without Vitamin E. (a) Wear factors for virgin UHMWPE and UHMWPE with 
3000 ppm and 30,000 ppm vitamin E against smooth and rough CoCr plates in the six-station and single-station wear rigs, respectively, (b) High- 
resolution FEGSEM images of UHMWPE particles from (I) virgin UHMWPE showing granule, flake, and agglomerated fibril particle morphologies 
on the 1 nm filter, size bar 15 (im. (II) Particles from the 3000 ppm vitamin E UHMWPE showing flake and agglomerated fibril morphologies on 
the 10 |im filter, size bar 60 jim. (Ill) Nanometer-sized granules from virgin UHMWPE on the 0.015 |am filter, size bar 300 nm. Nanometer-sized 
granules (IV) from the 3000 ppm VE UHMWPE material, size bar 300 nm. 



isolated from the six-station pin on plate wear tests (smooth 
counterfaces), data not shown. 

Generation of sterile wear particles from experiments 
materials and analysis of cytokine release 

Aseptic wear particles were generated from the experimen- 
tal materials (virgin UHMWPE, 3000 ppm and the 30,000 
ppm VE) and cultured in vitro with PBMNCs from three 
donors. PBMNCs cultured with 100 urn 3 particles/cell 23 
from virgin UHMWPE caused the release of significantly 
higher quantities of TNF-at at 12 h (p = 0.0326) and 24 h 
[p = 0.0018), compared to wear particles from both the 
3000 ppm and the 30,000 ppm VE UHMWPE, which both 
caused the release of levels of TNF-a comparable to the 
cells with no particles [cell only control group; Figure 3(a)]. 
The results for the other cytokines, IL-lfi and IL-6 showed 



similar trends, with the wear particles from the virgin 
UHMWPE material consistently producing significantly 
higher quantities of cytokine than the particles from the VE 
enhanced UHMWPEs (Figure 3(b,c)]. However, significantly 
higher levels of IL-8 were only released by PBMNCs from 
one out of the three donors at the 24 h time point. The 
results for the cells from two additional donors showed 
similar trends as those shown in Figure 3 (data not shown). 

VE dose response data 

Prior to experiments with the clinical material (1000 ppm 
VE), the cytotoxicity of VE was assessed in PBMNCs using 
the ATPlite™ assay and adverse effects were only observed 
at relatively high doses [Figure 4, >3 mM (>3000 ppm)]. VE 
dose response curves were repeated a minimum of three 
times with cells from three different donors (representative 




Virgin UHMWPE 
3000ppm VE UHMWPE 
30000ppm VE UHMWPE 





Virgin UHMWPE 
3000ppm VE UHMWPE 
30000ppm VE UHMWPE 
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Particle frequency distributions Volumetric concentration distributions 

FIGURE 2. Particle frequency distributions and volumetric concentration distributions for UHMWPE with and without Vitamin E from wear simu- 
lator, (a) UHMWPE particle frequency distributions from the six-station wear rig using smooth CoCr plates [n = 4). (b) volumetric concentration 
distributions for particles from the six-station wear rig against smooth CoCr plates (n = 4). 
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FIGURE 3. Cytokine production from human PBMNCs cultured with UHMWPE particles with and without vitamin E. (a) TNF-or release, (b) IL-1 p 
release, (c) IL-6 release, (d) IL-8 release. PMNBCs were cultured with particles from virgin UHMWPE, 3000 ppm VE, and 30,000 ppm VE and cyto- 
kine production measured at 12 and 24 h by ELISA. LPS (200 ng/mL) was added as a positive control. Cells only provided a negative control. 
Three donors were analyzed for each cytokine. Results are expressed for one donor as mean ± 95% CL for the four replicate wells. All results 
were compared by two-way analysis of variance followed by a bonferroni post-test to allow for multiple comparisons. * indicates a statistically 
significant difference compared to the cells only negative control (p < 0.05; ANOVA). 



data shown). It was established that VE at a dose of 800 
\iM was optimal for use in the in vitro experiments, and 
that this dose was not cytotoxic but showed anti-inflamma- 
tory effects. 

When VE was added separately as a liquid to mimic VE 
supplementation [800 \iM) the response of LPS-stimulated 
PBMNCs was modulated and lower levels of TNF-oc were 
produced compared to control LPS-stimulated PBMNCs (Fig- 
ure 5]. This modulation was significant when VE was added 
either 3 h after initial LPS stimulation (LPS TO/VitE T3, p = 
0.0161) or at the same time as LPS addition (LPS/VitE TO, 
p = 0.0030). Addition of VE 3 h prior to LPS stimulation 
(VitE TO/LtfmkPS T3, ns) did not significantly reduce the 
amount of TNF-ot produced, suggesting that VE does not 
function in a pretreatment protective manner (Figure 5). 

Generation of sterile wear particles from clinical 
material and analysis of TNF-at release 

Clinically relevant wear particles were generated aseptically 
from GUR1050 UHMWPE-containing VE at 1000 ppm, using 
a single-station wear test simulator. Clinically relevant 
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FIGURE 4. Vitamin E dose response curve. The effect of increasing 
dose of vitamin E (0 \iM to 5 mM) on PBMNC viability was investi- 
gated. Data was fitted to a sigmoidal dose response curve by log 
transforming the X column values then normalizing the Y column val- 
ues. A nonlinear regression was then performed prior to fitting the 
data to a sigmoidal dose response curve with a variable slope. 
Results represent average of triplicates from a single donor. 
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FIGURE 5. Moderation of TNF-cx production by vitamin E (added as a liquid) in PBMNCs stimulated with LPS (lipopolysaccharide; 200 ng/mL). 
Treatments were as follows; LPS at time 0 followed by VE (800 \iM) at +3 h, LPS and VE at time 0, or VE at time 0 followed by LPS at +3 h. 
Results show mean ± 95% confidence limits, * indicates a statistically significant difference compared to cells only negative control, A indicates 
significant reduction in LPS-stimulated TNF-cx release after vitamin E addition (p < 0.05; ANOVA). Results represent average of triplicates from a 
single donor. 



UHMWPE (GUR1050) particles without VE at a dose of 100 
um 3 /cell 23 stimulated the production of significantly ele- 
vated levels of TNF-cx (p = 0.0156) compared to the cells 
only negative control and virgin UHMWPE at a dose of 10 
um 3 [Figure 6(a)]. There was a significant reduction (p = 
0.0270) in TNF-a production in the presence of UHMWPE 



particles with 800 uM VE, added separately [Figure 6(a)]. 
Addition of VE solution was at TO. When particles generated 
from the clinically relevant polyethylene-containing 1000 
ppm vitamin E (PVE) were used to stimulate PBMNCs at 
100 um 3 /cell, 23 the production of TNF-a was significantly 
reduced (p = 0.0073, p = 0.0008) compared to stimulation 



a b 




Treatments 

Treatments 



FIGURE 6. TNF-cx production in PBMNCs after stimulation with UHMWPE particles from the clinical material (1000 ppm VE). (a) the effect of clin- 
ically relevant GUR1050 UHMWPE wear particles on TNF-a production in the presence and absence of vitamin E added as a liquid (800 \iM). (b) 
the effect of clinically relevant wear particles containing 1000 ppm vitamin E (PVE) on TNF-cx production in PBMNCs. Particles were dosed at 10 
|.im 3 /cell (10:1) and 100 |.im 3 /cell (100:1). Results show mean ± 95% confidence limits, * indicates a statistically significant difference compared to 
cells only negative control. + indicates significant reduction in TNF-a released in UHMWPE stimulated PBMNCs after vitamin E addition. A indi- 
cates significant reduction in LPS stimulated TNF-cx release after vitamin E addition (p < 0.05; ANOVA). Results represent average of triplicates 
from a single donor. 
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by either GUR1050 UHMWPE wear particles or LPS controls 
[Figure 6(b)]. These experiments were repeated with cells 
from three different donors and similar results were 
obtained (representative data shown). Cell viability was not 
affected by any of the treatments (data not shown). LPS 
stimulated (200 ng/mL) PBMNCs released significantly ele- 
vated levels of TNF-a compared to the negative cell only 
controls, and once again the presence of VE (800 uM) signif- 
icantly modulated TNF-a production (p = 0.0270; p = 
0.0073; Figures 6(a) and 5(b), respectively]. 

DISCUSSION 

UHMWPE-containing VE has been shown to have a lower 
wear rate in hip and knee simulator studies. 14,15,22,24 How- 
ever, in the present study the wear rates of VE-containing 
UHMWPEs in the six-station simulator were not significantly 
different from the virgin UHMWPE. In the case of the sin- 
gle-station wear rig, we did see a lower wear rate for the 
UHMWPE-containing 3000 ppm VE but these data are not 
statistically robust. Previous studies have shown a reduction 
in wear rate with the addition of VE to highly cross-linked 
UHMWPE compared to conventional UHMWPE but in many 
of the studies, it is not clear whether the reduction in wear 
rate was due to the addition of VE or the high levels of 
cross-linking. 22,25 In the present study, the addition of VE to 
non irradiated UHMWPE did not affect the wear factor sug- 
gesting that in previous studies, the reduction in wear was 
more likely to be associated with the high levels of cross- 
linking. The biological response to wear particles in vitro is 
strongly influenced by both particle size and volume. 8 The 
wear particles isolated from the VE-containing UHMWPEs 
were not significantly different in size distribution or vol- 
ume distribution compared to the virgin material, however, 
the wear debris generated from both UHMWPEs containing 
VE had reduced biological activity when cultured with 
PBMNCs from several different donors. Wear particles from 
the VE-UHMWPE materials consistently elicited significantly 
reduced levels of TNF-a, IL-ip, and IL-6 from PBMNCs at 
the 12 h and 24 h time points. PBMNCs stimulated with 
LPS produced lower amounts of TNF-alpha when VE was 
present. This was true if VE was added 3 h after the addi- 
tion of LPS or if VE was added at the same time as the LPS. 
Pretreatment with VE did not offer a protective effect to the 
cells later stimulated with LPS. 

A detailed mechanism for the reduced cellular response 
to debris from UHMWPE-containing VE has yet to be deter- 
mined. However, a reason for this different response could 
be differences in chemical composition and/or structure at 
the surface of wear debris between the materials. For 
instance, polystyrene particles with a grafted 2-methacryloy- 
loxyethyl phosphorylcholine layer on the surface were 
biologically inert with respect to phagocytosis by macro- 
phages. 26 This different reaction may be due to different 
proteins adsorbing to the wear particles of the different 
UHMWPEs, and consequently this may affect uptake of par- 
ticles by cells. It is well known that the interactions 
between cells and material are modulated predominantly by 
the layer of adsorbed proteins on the surface of the mate- 



rial. At the initial stage of contact between implanted bio- 
materials and cells, proteins adsorb first and cells adhere to 
the surface adsorbed proteins within the first few 
seconds. 28 

It has been reported that oxidised UHMWPE induced 
granulocyte activation because of serum protein adsorption 
by its hydrophilic surface. 29 It is well known that UHMWPE 
with VE has a lower degree of oxidation before and after y- 
ray irradiation 30 and even after accelerated oxidation treat- 
ment. 31 A certain degree of oxidation must occur on the 
surface of the UHMWPE during the manufacturing and wear 
processes. The degree of oxidation occurring during both 
processes may be reduced significantly by VE addition. It 
has also been reported that UHMWPE with VE adsorbed 
slightly less immunoglobulin G (IgG), especially fragments 
and single heavy chain of IgG, than UHMWPE without VE. 32 
The adsorption of different proteins on the different materi- 
als might be different due to lower levels of oxidation in 
UHMWPE-containing VE. However, UHMWPE particles have 
been observed inside PBMNCs by confocal laser scanning 
microscopy in the presence of VE (unpublished results), 
which indicates that phagocytosis of UHMWPE particles is 
not affected by the presence of VE. 

The mechanisms associated with the reduced cellular 
responses to wear particles containing VE are not known 
and require further investigation. VE is essential for human 
metabolism and is a fat-soluble compound with antioxidant 
properties, which acts as free radical scavenger. VE also has 
anti-inflammatory properties, which are well documented. 33 
It has been shown that VE or a-tocopherol decreases the 
release of reactive oxygen species and decreases the release 
of proinflammatory cytokines such as TNF-a and IL-lfi from 
monocytes. 34 Indeed our experiments have shown that VE 
has successfully mitigated the release of TNF-a in a system 
containing PBMNCs stimulated with LPS. Also, VE either 
added as a liquid or when present within the UHMWPE was 
able to significantly reduce cytokine release. 



Limitations of the present study. The present study 
focused on the anti-inflammatory potential of VE added to 
cells, either as a liquid or incorporated into non cross-linked 
GUR1050 UHMWPE. We investigated a number different 
possibilities (VE added as a liquid, VE incorporated into 
conventional UHMWPE and VE-incorporated into highly 
cross-linked UHMWPE) in order to determine if it was the 
VE itself that was responsible for the reduction in wear 
rates and providing beneficial biological outcomes. In addi- 
tion, the clinical material that was obtained from Japan was 
not highly cross-linked. Current and future work will con- 
centrate on similar studies using highly cross-linked VE- 
UHMWPE, which will allow us to determine how the materi- 
als differ, with an emphasis on leaching of the VE from the 
different materials. 

CONCLUSIONS 

In conclusion, the virgin UHMWPE and UHMWPE-containing 
VEs generated comparable wear rates when evaluated using 
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a multidirectional pin on plate wear simulator. Primary 
human mononuclear cells cultured with wear debris gener- 
ated from UHMWPE-containing 3000 ppm and 30,000 ppm 
VE secreted very low levels of osteolytic cytokines, including 
TNF-ot, comparable to the cell only negative control group. 
However, particles from the virgin material caused the 
release of significantly higher levels of osteolytic cytokines 
at comparable volume doses. These results were confirmed 
when particles from the clinically dosed material, GUR1050 
containing 1000 ppm VE were cultured with PBMNCs. To- 
gether these results indicate that VE-containing polyethylene 
has a lower osteolytic potential compared to conventional 
UHMWPE, which may lead to longer lasting total joint 
replacement components that may be suitable for younger 
and more active patients. 

ACKNOWLEDGMENTS 

We thank Meditech Medical Polymers, USA, for the GUR1050 
UHMWPE-containing vitamin E at 1000 ppm. 

REFERENCES 

1. Ingham E, Fisher J. The role of macrophages in osteolysis of total 
joint replacement. Biomaterials 2005;26(11):1271-1286. 

2. Heisel C, Silva M, Schmalzried TP. Bearing surface options for 
total hip replacement in young patients. Instr Course Lect 2004; 
53:49-65. 

3. Kim YH, Oh SH, Kim JS. Primary total hip arthroplasty with a sec- 
ond-generation cementless total hip prosthesis in patients 
younger than fifty years of age. J Bone Joint Surg Am 2003;85- 
A(1): 109-1 14. 

4. Besong AA. Quantitative comparison of wear debris from 
UHMWPE that has and has not been sterilised by gamma irradia- 
tion. J Bone Joint Surg Br 1998; 80(2):340-344. 

5. Jasty M, Rubash HE, Muratoglu O. Highly cross-linked polyethyl- 
ene: The debate is over — In the affirmative. J Arthroplasty 2005; 
20(4 Suppl 2):55-58. 

6. Ries MD. Highly cross-linked polyethylene: The debate is over — In 
opposition. J Arthroplasty 2005;20(4 Suppl 2):59-62. 

7. Richards L, Brown C, Stone MH, Fisher J, Ingham E, Tipper JL 
Identification of nanometre-sized ultra-high molecular weight 
polyethylene wear particles in samples retrieved in vivo. J Bone 
Joint Surg Br 2008;90(8):1 106-1 1 13. 

8. Green TR, Fisher J, Stone M, Wroblewski BM, Ingham E. Polyeth- 
ylene particles of a 'critical size' are necessary for the induction of 
cytokines by macrophages in vitro. Biomaterials 1998;19(24): 
2297-2302. 

9. Matthews JB, Green TR, Stone MH, Wroblewski BM, Fisher J, Ing- 
ham E. Comparison of the response of primary murine peritoneal 
macrophages and the U937 human histiocytic cell line to chal- 
lenge with in vitro generated clinically relevant UHMWPE par- 
ticles. Biomed Mater Eng 2000;10(3-4):229-240. 

10. Xu JW, Konttinen YT, Lassus J, Natah S, Ceponis A, Solovieva S, 
Aspenberg P, Santavirta S. Tumor necrosis factor-alpha (TNF- 
alpha) in loosening of total hip replacement (THR). Clin Exp Rheu- 
matol 1996;14(6):643-648. 

11. Traber MG, Atkinson J. Vitamin E, antioxidant and nothing more. 
Free Radic Biol Med 2007;43(1):4-15. 

12. Tomita N, Kitakura T, Onmori N, Ikada Y, Aoyama E. Prevention 
of fatigue cracks in ultrahigh molecular weight polyethylene joint 
components by the addition of vitamin E. J Biomed Mater Res 
1999;48(4):474-478. 

13. Wolf C, Lederer K, Muller U. Tests of biocompatibility of alpha-to- 
copherol with respect to the use as a stabilizer in ultrahigh molec- 
ular weight polyethylene for articulating surfaces in joint 
endoprostheses. J Mater Sci Mater Med 2002;13(7):701-705. 



14. Teramura S, Sakoda H, Terao T, Endo MM, Fujiwara K, Tomita N. 
Reduction of wear volume from ultrahigh molecular weight poly- 
ethylene knee components by the addition of vitamin E. J Orthop 
Res 2008;26( 4): 460-464. 

15. Oral E, Wannomae KK, Hawkins N, Harris WH, Muratoglu OK. 
Alpha-tocopherol-doped irradiated UHMWPE for high fatigue re- 
sistance and low wear. Biomaterials 2004;25(24):551 5-5522. 

16. Catalgol B, Ozer NK. Protective effects of vitamin E against hyper- 
cholesterolemia-induced age-related diseases. Genes Nutr 2012; 
7(1):91-98. 

17. Devaraj S, Li D, Jialal I. The effects of alpha tocopherol supple- 
mentation on monocyte function. Decreased lipid oxidation, inter- 
leukin 1 beta secretion, and monocyte adhesion to endothelium. 
J Clin Invest 1996;98(3):756-763. 

18. Hailey JL, Fisher J, Dowson D, Sampath SA, Johnson R, Elloy M. 
Ultra-high molecular weight polyethylene wear debris generated 
in vivo and in laboratory tests; the influence of counterface 
roughness. Proc Inst Mech Eng Part H J Eng med 1996;210(1):3- 
10. 

19. Endo MM, Barbour PS, Barton DC, Fisher J, Tipper JL, Ingham E, 
Stone MH. Comparative wear and wear debris under three differ- 
ent counterface conditions of crosslinked and non-crosslinked 
ultra high molecular weight polyethylene. Biomed Mater Eng 
2001;11(1):23-35. 

20. Galvin A, Kang L, Tipper J, Stone M, Ingham E, Jin Z, Fisher J. 
Wear of crosslinked polyethylene under different tribological con- 
ditions. J Mater Sci Mater Med 2006;17(3):235-243. 

21. Fisher J. Wear of ultra high molecular weight polyethylene in 
total artificial joints. Curr Orthop 1994;8(3): 164-1 69. 

22. Oral E, Christensen SD, Malhi AS, Wannomae KK, Muratoglu OK. 
Wear resistance and mechanical properties of highly cross-linked, 
ultrahigh-molecular weight polyethylene doped with vitamin E. J 
Arthroplasty 2006;21(4):580-591. 

23. Fisher J, Bell J, Barbour PS, Tipper JL, Matthews JB, Besong AA, 
Stone MH, Ingham E. A novel method for the prediction of func- 
tional biological activity of polyethylene wear debris. Proc Inst 
Mech Eng Part H J Eng Med 2001;215(2):127-132. 

24. Oral E, Greenbaum ES, Malhi AS, Harris WH, Muratoglu OK. 
Characterization of irradiated blends of alpha-tocopherol and 
UHMWPE. Biomaterials 2005;26(33):6657-6663. 

25. Wannomae KK, Christensen SD, Micheli BR, Rowell SL, Schroeder 
DW, Muratoglu OK. Delamination and adhesive wear behavior of 
alpha-tocopherol-stabilized irradiated ultrahigh-molecular-weight 
polyethylene. J Arthroplasty 2010;25(4):635-643. 

26. Moro T, Takatori Y, Ishihara K, Konno T, Takigawa Y, Matsushita 
T, Chung Ul, Nakamura K, Kawaguchi H. Surface grafting of artifi- 
cial joints with a biocompatible polymer for preventing peripros- 
thetic osteolysis. Nat Mater 2004;3(1 1):829-836. 

27. Jenney CR, Anderson JM. Adsorbed serum proteins responsible 
for surface dependent human macrophage behavior. J Biomed 
Mater Res 2000;49(4):435-447. 

28. Nygren H, Eriksson C, Lausmaa J. Adhesion and activation of pla- 
telets and polymorphonuclear granulocyte cells at Ti0 2 surfaces. 
J Lab Clin Med 1997;129(1):35-46. 

29. Reno F, Lombardi F, Cannas M. UHMWPE oxidation increases 
granulocytes activation: A role in tissue response after prosthesis 
implant. Biomaterials 2003;24(17):2895-2900. 

30. Shibata N, Tomita N. The anti-oxidative properties of alpha-to- 
copherol in gamma-irradiated UHMWPE with respect to fatigue 
and oxidation resistance. Biomaterials 2005;26(29):5755-5762. 

31. Mori A. Pros 48th Ann Meet Orth Res Soc. Poster 1041; 2002. 

32. Reno F, Cannas M. UHMWPE and vitamin E bioactivity: An 
emerging perspective. Biomaterials 2006;27(16):3039-3043. 

33. Jialal I, Devaraj S, Kaul N. The effect of alpha-tocopherol on 
monocyte proatherogenic activity. J Nutr 2001;131(2):389S-94S. 

34. Devaraj S, Jialal I. Alpha-tocopherol decreases interleukin-1 beta 
release from activated human monocytes by inhibition of 5-li- 
poxygenase. Arterioscler Thromb Vase Biol 1999;19(4):1 125-1 133. 



466 BLADEN ETAL. 



VITAMIN E UHMWPE FOR USE IN TOTAL JOINT REPLACEMENT 



